An investigation of a spread energy method for medical ultrasound systems. Part one: theory and investigation.
A medical ultrasound device using a Golay code is proposed and investigated theoretically. The code enables the spread energy method to be used to help overcome the restraints of the parameters of resolution, peak power and penetration.